Gastric obstruction from the Angelchik prosthesis.
A 47-year-old woman with gastroesophageal reflux underwent insertion of an angelchik antireflux prosthesis. Five days postoperatively, the prosthesis had slipped and obstructed the stomach, requiring reoperation.